The main contribution of this paper is the introduction of three different devices for measuring the flexion of phalangeal articulations. The devices described in the study are suitable for the determination of the active 1 and the functional range of motion (ROM) of finger joints. In the paper, multiple measurements are reported in order to determine the maximum and minimum values of the active and the functional range of motion of phalangeal articulations and to validate the proper operation of the measurement devices. The first measurement method was based on the post factum image processing of video recordings, while the second and the third method used devices that were attached to the finger and equipped with analogue and digital sensors, which is similar to a miniature goniometer with a computer interface. The results showed that people only use 79-82% of the active range of motion of phalangeal articulations. Additionally, there was a 6% difference between the current measurement results and the data available from previously reported measurements. The current study also aims at finding the cause of this anomaly. Comparative analysis of the measurement results provides a basis for the future development of an actuator that would be used in a multiple finger gripper mechanism suitable for rehabilitation purposes.
Introduction
The long-term purpose of this study is to establish a base for the development of a biomimetic actuator that can be utilized in a humanoid, multiple fingered gripper mechanism. The current study deals with the active and the functional range of motion of phalangeal articulations. The features of the actuator can be optimized based on the results of these phalangeal joint measurements. The range of motion should cover the needs of everyday activities, and this reduced range means better conditions during device development compared to the full range of motion. It is important to state that the measurements carried out during the investigation dealt only with the kinematics of finger joints; measurements of kinetics were not part of these tests.
While there are a number of studies dealing with the structure [7] , [13] , [21] and analysis of the motion of phalangeal joints, the implementation of further measurements is needed. There are two main problems with the previously reported studies: the first is the data regarding the functional range of motion. The functional range of motion of joints refers to the range of motion used during everyday activities. Table 1 summarizes the functional range of motion of finger joints as it is reported in the literature [9] . Abbreviations are as follows: MCPmetacarpophalangeal, PIP -proximal interphalangeal and DIP -distal interphalangeal joints. Table 1 The functional range of motion of finger joints, basic data set [9] Functional range of motion of finger joints, Hume et al. [ Based on the available data [9] , the functional range of motion of phalangeal articulations seems to be much smaller compared to the active range of motion, especially the extended positions of fingers are not used during most of everyday tasks. Even the first test measurements carried out on the devices showed the aforementioned anomaly in the limits of the functional range of motion, thus a detailed analysis of the phenomenon was necessary.
The second problem with the standard measurements is the use of conventional protractors. During the measurement, the subject has to keep the measured articulation still while the person performing the measurement adjusts the protractor to the joint to determine its angle. It is much more useful to apply a miniature goniometer -equipped with a computer interface -that can measure the joint angle continuously during motion. Such goniometers are typically used for the measurement of lower extremity and other large articulations. A method based on image processing is also suitable for continuous measurements. However, it is essential to validate that the measurement devices and methods are accurate, in other words, the measurement results correlate with the available gold standard data sets ( Figure 9 ). Therefore, the hypotheses of the study are as follows:
 The aim of the measurements is to evaluate the active and the functional ROM of phalangeal articulations. The measurement process is similar to those described in the literature [9] , thus the results are comparable.  The study will evaluate the accuracy of three measurement devices (a goniometer with an analogue sensor, a goniometer with a digital sensor, a marker based system). The same measurements were performed as in the literature [20] to get comparable data. In order to check this, a previously performed measurement described in the literature [20] will be repeated.  The study will demonstrate that the limits of the functional range of motion of finger joints in the extended position are lower than it has been reported in the literature [9] . Multiple devices are available for measuring the flexion of joints. However, in the case of phalangeal joints -taking high mobility and small sizes into account -better results can be obtained by using customized measurement methods and devices compared to off-the-shelf products. In the framework of this study, multiple devices have been developed for measuring angles of phalangeal articulations. Figure 1 introduces fundamental information regarding the functional anatomy of fingers. As it can be seen, each phalanx has a flexor tendon, but for extension, a common extensor tendon is used. The focus of the current study is the measurement of joint motion, thus the marked articulations are going to be described. The axis of rotation is always located on the bone behind the articulation. In the case of a DIP joint, it is on the middle phalanx, in the case of a PIP joint, the axis of rotation is on the proximal phalanx, and finally, the axis of the MCP joint is located on the metacarpal bone.
Measurement systems and experimentation

Measurement devices
Three different measurement devices were used during the investigation, and the results achieved were compared to the data published in the literature. Thus, the efficiency of the different devices was estimated. Furthermore, the accuracy of the measurements was verified, assuming that the data available from former studies is accurate.
The first measurement device was optical in nature and required markers to be placed on finger joints (Figure 2 ). Measurements were made via post factum image processing of video recordings. In this case, the influence on the natural motion of the finger is minimal. However, this measurement method requires lengthy preparation and a complex service apparatus compared to non-optical methods. The analysis of the movements of finger joints using markers and image processing was previously investigated by Chaudhary Nataray and Zhang [6] , [17] , [22] , but for different purposes, e.g., control of a robotic hand using image processing. These studies apply similar experimental devices as in the case of the optical device, but the aim of the measurement is different, so there is no further correlation between the experiments.
The second device ( Figure 3 ) was a hinge that could be attached to the finger. This device was equipped with an analogue sensor to measure the flexion of the joint, similar to a goniometer. In former studies, different sensor sets for motion analysis are described, but in most cases, the aim is different; for example, Liu et al. developed a device for gait analysis [14] , da Silva et al. studied hand postures, which are on a larger scale compared to finger articulations [19] , Ju et al. [10] measured the tactile force and EMG signals in addition to finger angles to gain complex information on hand motion, but did not deal with the limits of angles, while Nicol [18] described an electrogoniometer, but the device is not suitable for the current study. In this device, the rotational axis of the potentiometer was aligned with the rotational axis of the finger joint to ensure accuracy of the measurement data.
The frame of the third measurement device was fairly similar to the one shown in Figure 3 . However, in this device, the measurement is made with a digital sensor. With this design, the errors associated with an analogue sensor, such as measurement noise, are eliminated. Therefore, the repetitive precision is increased.
Three types of measurements were carried out with each device. First, the range of active motion of MCP, PIP and DIP joints of the index finger was investigated using all three of the aforementioned devices. The second measurement was similar to that of Thomine et al. [20] and was based on gripping a set of cylinders of different diameters and measuring the angles of each joint of the index finger. The description of the original measurement of Thomine et al. can be found in reference [20] . The purpose of the third measurement was to determine the range of motion of MCP, PIP and DIP joints of the index finger during some frequent activities of daily life. Figure 4 shows the localisation of length, breadth and circumference measurements. Participation in the measurements was voluntary. None of the subjects had a medical record of upper limb fracture. All subjects were right-hand dominant (writing with the right hand).
The numbers and characteristics of the measurement subjects can be seen in Table 2 (the data is written in the form [mean ± Standard Deviation]) During each experiment, the aspect of repeatability was taken into account. The exact description of the measurements is as follows: 2.2.1 Measurement 1:  The hand was in the fully extended position, and the sensor/markers were attached to the joint under investigation.  The hand moved from the fully extended position to an entirely closed position (i.e., the hand was clenched). Measurements can be made continuously during the motion. Thus, the measurement itself is dynamic, but the goal of the measurement was to determine the limits of the dynamic active range of motion. That is why the transition was not analysed, only the minimum and maximum values. When the image processing method was applied, all articulations of the index finger were measured simultaneously. While using an analogue or a digital sensor, the flexion of MCP, PIP and DIP joints could only be measured individually. During measurement, fully extended and fully flexed angles of the finger joints were recorded for each subject. The goal of the measurement was the validation of the sensors. The devices are appropriate if the measurement results are in correspondence with the measurements of Thomine et al. [20] . The measured angles were compared to the initial position recorded during the first measurement. During measurement, only the flexed state of the index finger was recorded. Figure 7 shows an example of the positions being measured. The aim of the third measurement was to determine the functional range of motion of the index finger joints. Each subject performed a set of movements which are most made in everyday life, such as gripping, pinching and tapping. The measurement took the study of Ash et al. [1] regarding the main types of grip and pinch into account. During measurement, the joint angles were recorded continuously for all types of movements, and the minimum and maximum angles of the entire process were registered in accordance to the measurements reported in the literature [9] . The purpose of this measurement is similar to those carried out by Hayashi [8] , except that the angles of the MCP, PIP and DIP joints of the index finger were measured here instead of the MCP joints of the hand. The following movements were carried out during the measurement:
 grasping and turning a door handle,  writing a sentence with a ball pen,  writing a sentence using a keyboard.
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Description of data analysis
The measurement results were analysed statistically, and different measurement methods were compared. Correlation and significance levels were determined for each combination of methods, in order to evince possible correlations between the measurements.
The statistical analysis was carried out with the statistical functions of Microsoft Excel. Finally, the measurement results were compared to available gold standard data sets. Table 3 summarizes the data acquired from Measurement 1 and shows a comparison with the data available in the literature. Table 4 contains data acquired from Measurement 3 including the gold standard data available in the literature. The results of Measurement 2 are shown in Table 6 , which also presents data from the study of Thomine et al. [20] for comparison. Since the measurements of Thomine et al. [20] had been carried out with standard methods, the data set provided by those measurements can now be considered as the gold standard data set in the evaluation of the results of this study. Table 6 also indicates the mean percentile accuracy of each method compared to the gold standard data set. Figure 9 also describes the results of Measurement 2. The statistics, including the correlations and significance levels of the results of Measurement 3, are presented in Table 7 . The correlation between the results measured with the different methods is presented in Figure 10 for the minimum values and in Figure 11 for the maximum values. The gold standard data set for this measurement can be found in the literature [9] . The angular and percentile differences between the active and the functional range of motion of the MCP, PIP and DIP joints are given in Table 8 . Difference between active and functional ranges, % 28.6 26.5 23.6
Results
Discussion
Regarding Measurement 2, the results show approximately a 6% difference between the results found in the literature and the results of the current measurements, especially for the cases of cylinders with the smallest and largest diameters. However, it is conspicuous that the results are almost identical for all methods for the measurements performed with 60-65 mm cylinders. The measurements of Thomine et al. [20] were based on manual processing of O. Botond Lőrinczi Evaluation of Three Different L. Hanusovszky, P. Aradi Phalangeal Motion Measurement Systems and Determination of the Functional Range of Motion X-ray images, where the angles of joints were determined by using protractors [20] . This procedure is widely used today, although the acquisition of such images requires even more complex equipment than the image processing using markers. In addition, the hand has to be in a proper position for the image to be taken, which can introduce anomalies compared to the natural hand posture; however, the accuracy of data has to be validated or a new gold standard data set has to be defined. This is the most likely reason for the discrepancies between the measurement results of Thomine et al. [20] and the results obtained by applying the three methods described here for gripping small and large diameter cylinders. Taking the small anomaly between the gold standard data set and the current measurement into account, it can be stated that the devices are suitable for joint angle registration, thus the first and the second hypothesis in the introduction section are proved. The study of Bae et al. [2] also had a maximum error of 5.44°, which corresponds to a relative error of approximately 7%.
The attachment of equipment to the fingers is an easy-to-use solution with respect to the measurement data acquisition. However, these devices also have effect on the movements of the hand and can only be used to make reliable measurements in specific cases, in which the natural motion of fingers is not disturbed. From this point of view, the optimal method is image processing, but such measurements require complex equipment and high computing capacity for the post-processing. Literature sources often do not provide details on the measurement device applied and its possible effects on the natural motion of finger joints [9] , [12] , [16] , [20] . Furthermore, publications addressing the accuracy of joint motion measurements [3] , [4] , [5] , [11] , [15] do not provide detailed information on the quantitative analysis of the motion of metacarpophalangeal and interphalangeal articulations. This knowledge gap can be eliminated by merging the results of the above two fields of study and by creating an accurate and complete measurement set.
Additionally, it could be said that the most important aspect is the relationship between the limits of the active joint motion and the functional range of motion that is required during everyday activities. It is important to mention that the maximum angles measured are very close to the available gold standard data, but the minimum angles show great differences. The cause of this phenomenon is that the former study [9] does not involve typing on a keyboard, which is one of the most important everyday activities in the present time. During typing, finger joints are frequently unbent, which causes lower minimum values, thus the third hypothesis in the introduction section is proved. Based on the measurements made here, the angles measured during the daily routine had a higher minimum and a lower maximum compared to the active range of the joint motion, and the differences varied between 18-21%. The quantitative analysis of the typical range of motion of the index finger joints showed that the active range of motion is at least 18% larger compared to the range of motion necessary for everyday life.
Regarding the results of the statistical analyses, it can be stated that there seems to be moderate correlation between the different measurement methods, but the level of correlation is low, just like in the case of the significance levels. The correlation levels might be distorted and decreased by the measurement noise and by the fact that the multiple change of devices during measurement could highly influence the correlations. The largest correlation levels usually occur between digital and analogue goniometers, while the optical method does not show the same correlation. This can be caused by the difference between the measurement principles.
With regards to the measurement results, certain circumstances set a limit to this study. First, it was not possible to perform the measurements on a large number of subjects. Therefore, a lack of diversity reduces the reliability of the measured data. Another important aspect is the accuracy of the measurement devices. The characteristics of the measurement
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Evaluation of Three Different O. Botond Lőrinczi Phalangeal Motion Measurement Systems and L. Hanusovszky, P. Aradi Determination of the Functional Range of Motion devices were determined, but no official validation was performed, which also reduces the reliability. Nevertheless, the measured data agrees well with that of previous studies.
To conclude the inferences based on the measurements, it can be said that  the devices described in the study are suitable for the determination of angles of phalangeal joints,  the measurements showed that the active range of motion is approximately 20% larger than the range necessary for everyday activities, and  to gain complete knowledge, a new set of measurements should be developed, and an improved version of the measurement device (e.g. with the capability of measuring multiple articulations at the same time) should be implemented.
Further development
The measurements reported in the study will be carried out on left hand dominant subjects also, in order to determine differences between the active and the functional range of motion of phalangeal articulations of the left and the right hand.
In the near future, biomimetic actuators will be produced with an optimized range of motion based on the results of this investigation. Also, based on the results of these measurements, a multiple fingered gripper will be produced that is capable of accurately imitating the motion of a real hand. Consideration will be given to whether a full range of motion should be taken into account or if only a limited range corresponding to the motion during daily activities should be considered if the difficulty of implementation imposes limitations. From the perspective of rehabilitation, optimal characteristics of physiotherapy can be estimated based on the measurement results. Additionally, the progress of rehabilitation can be evaluated based on similar measurements that would regularly be performed on patients.
